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Abstract 
In this papa the physical packaging and the logical organize 

lion ol the Liquid Argon Calorimeter (LAC) electronics system 
for the Stanford Linear Collider Urge Detector (SLD) at SLAC 
are described. This system processes signals from approximately 
44,000 calorimeter towers and is unusual in that most electronic 
functions are packaged within the detector itself as opposed to 
an external electronics support rack. 

The signal path from the towers in the liquid argon through 
the vacuum to the outside of the detector is explained. The or
ganization of the control logic, analog electronics, power regula
tion, analog-to-digital conversion circuits, and liber optic dnvera 
mounted directly on the detector are described. Redundancy 
considerations for the electronics and coaling issues are dis
cussed. 

1. Introduction 
The SLC Large Detector (SLD) is a device for the study 

of electron-positron collisions in oner to gain insight into the 
fundamental particles and forces of nature [1,2,3]. The SLD 
measures positions, momenta, energies, and types of the parti
cles produced in electron-positron collisions at energies near the 
rest energy of the Z° particle which will be produced abundantly 
at the Stanford Linear Collider (SLC). The vertical section of a 
quadrant of the detector is shown in Fig. 1. The Liquid Argon 
Calorimeter (LAC) is a sub-system of the SLD which measures 
energies of particles interacting in its lead-liquid argon active 
volume, this is accomplished by collecting the ionization pro
duced as particles shower in the radiator structure. In this paper 
the system which collects and converts the ionization charge into 
energy and position data is described. 

Performance requirements, as well as space and budget con
straints, led to a novel design for the SLD LAC electronic system. 
Input signals ate small Ocas than 16 pC) and must be measured 
to high precision over a Urge dynamic range (below 1 fC). The 
front-end electronics is mounted in "tophats" directly on the 
eryostat to minimize noise pickup, input capacitance, and cable 
plant volume and cost. Figure 2 shows the tophats located at 
the ends of the barrel and on the endcaps. The location of the 
electronics inside the SLO magnet volume places a premium on 
reliability, coraptctness, and low power consumption. The cable 
plant is kept naall through the use of a highly multiplexed con
trol and readout scheme on optical fibers. Only three control 
fibers and 24 data readout fibers are necessary to service one 
end of the barrel. In order to minimize heat dissipation prob
lems is tfce very dense front-end electronics we take advantage of 
the 120 Hz repetition rate of the SLC, preamplifiers are turned 
off after each beam crossing. These specialized constraints led 
us to a solution based on custom chins and hybrids on surface-
mount PC boards. The performance of this system is reported 
in Ref. A. *^ 

3. Description of the Calorimeter 

The LAC covers 97% of the solid angle from the interaction 
point of the Colliding beams. It consists of three pieces: the 
barrel LAC which detects particles leaving the interaction point 
at large angles to the beain directions, and two endcap LAC'i 

•Work supported by the Department of Energy, contract DE 
ACO3-76SF0OM5. 
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Figure 1. One-quarter cross section ol the SLD. The beam 
axis is along the bottom. The beams collide at tie interac
tion point located in the tower left corner. 

which plug the ends or the barrel in order to intercept particles 
at small angles. Figure 2 shows the detector with the LAC barrel 
and the endcaps, which are mounted on the doors of the SLD 
magnet. The barrel and the endcaps are in separate dewars to 
allow for access to the detector elements surrounded by the LAC 
while the LAC remains cold. 

Electio-
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Figure 2. Isometric view of the detector with theEAC barrel 
and endcaps. The electronics in the tophats is connected to 
the FASTBUS racks via optical fibers. 
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An interacting particle incident on the calorimeter showers 
in alternating layers of lead plates and tiles separated by liquid 
argon filled gaps. Plates and tiles are 2 nun thick in the front 
section of the calorimeter where electromagnetic (EM J ihow«n 
occur. They are 6 mm thick in the back to absorb btdronk 
(HAD) showers. Argon gaps are 2.75 mm thick everywhere. 
The ionization charge is swept out of the argon and collected on 
the lead tiles by a 3 kV DC bias voltage applied between the 
plates and tiles. Groups of successive tiles along the direction 
of the incident particle are wired together to form a tower. The 
segmentation of the calorimeter into towers allows for a posi
tion measurement as well as particle identification through the 
depth of shower development. Segmentation of the calorimeter 
into towers, and therefore position resolution, is determined by 
the lateral width of electromagnetic showers. The calorimeter 
contains a total of 43,776 towers. 

The sum of the ionization charge deposited on the tiles of a 
tower is the basic electrical quantity to be measured. Electrical 
connection to each tower is made by wiring down the side of 
the tower from a signal highway board. These 100 cm x 15 cm 
printed circuit boards are mounted behind each layer of towers 
(Fig, 2), The highway board provides the 3 kV DC bias voltage 
for each tower as well as the blocking capacitors which allow the 
remainder of the signal path to be at low voltage. The highway 
board gathers the (low voltage) signals onto Teflon™ tilbon ca
bles for a run of up to 2 meters to the end of the dewar where the 
cryogenic liquid/vacuum feedthroughs are located. Low thermal 
conductivity wire bundles carry the signals through the insulat
ing vacuum to the room temperature feedthroughs. There are: 24 
of these vacuum feedthrougn Hanges on both ends of the barrel 
calorimeter, each of which carries the signals from 672 Lowers. 
Each endcap calorimeter has 24 smaller vacuum flanges carrying 
up to 192 ilgnal channels. 

3. Organisation of the Electronics 
Tophats are mounted on the liquid argon cryostat- These 

cylindrical enclosures provide mechanical and electrical protec
tion for the front-end electronics. Each tophat measures 41 cm 
in diameter and 13 cm in height. Tophats are mounted directly 

over the vacuum feedthrough flanges which hold the hermetic 
feedthroughs carrying calorimeter signals out of the insulating 
vacuum- A printed circuit mother board, mounted ov« the 
flange, provides mechanical support and electrical interconnec
tions for six types of active printed circuit boards enclosed in tbe 
tophat. This mother board has a shape of a ring with an outer 
diameter of 40 cm with a 25 cm x 20 cm hole in the center. 

The analog processing of detector signals is performed on 
fifteen 48-cbannel "daughter boards" in each topttat [5]. These 
13 cm X 18 cm printed circuit boards plug into the mother 
board and, through the hole in the center of the mother board, 
directly into tbe 50-pin hermetic signal feedthrougbs on the vac
uum flanges. Daughter boards contain low noise, charge sensi
tive preamplifiers with unipolar shaping, dual gain stages, and 
analog memories which store separate baseline and peak sig
nal amplitudes for each gain [5]. The daughter board has a full 
scale range of 16 pC with an equivalent input noise charge of less 
than 5,000 electrons at a shaping time 4f ( usee with 1 nP input 
capacitance. One daughter board handles 48 detector channels 
and ia populated with the following cuitom hybrid devices: three 
16-channel input protection hybrids, sin 8-chaninel preamplifier 
and calibration hybrids, and three 16 channel analog storage 
and multiplexing HCDU hybrids (5,6). The HCDU contains a 
custom integrated circuit, the Calorimeter Data Unit (C'.li), 
implemented in NMOS technology f?|. 

The other types of hoards in the tcphal are an A/D board, 
a controller hoard, a law voltage power supply board, a high 
voltage filter board, and i cryogenics monitoring board. The 
A/D board holds analog-to-digital converters and optical fiber 
transmitters to digitize and transmit the signals from the daugh
ter boards. The controller board receives, interprets, and dis
tributes control and timing information for the tophat. The 
power supply voltages for the electronics are filtered and regu
lated on the lot* voltage power supply board. The high voltage 
required to drift ionized particles in the calorimeter towers is 
filtered by the HV-filter board at the vacuum feedthrough. The 
cryogenics board monitors tophat and crysttat functions such 
as temperatures and liquid levels in the argon, and supply volt
ages and temperatures on the tophat. This board [S] includes 
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Figure 3. Signal and' control flowchart of the LAC electronics. 
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a microprocessor which exchanges data with a MICRO-VAX 
under an RS-422 protocol. Figure 3 illustrates the signal and 
control flow from the detector tiles to the FASTBUS date pro
cessing system. Figure 4 shows a view of a barrel mother board 
with the above boards plugged in. 

Figure 4. Tophat muther board with the controller, A/D, 
power supply, and 15 daughter boards plugged in. 

Since the endcap vacuum flanges are too small to carry 
the signal processing and control boards, two types of endcap 
mother boards have been designed. Type B carries four daugh
ter boards (192 channels). Type A holds the controller, A/D, 
and cryo-instrumentalion boards. Thiee type B and one type 
A mother boards are interconnected by flat cable to form a set 
similar to a barrel tophat. 

4 . Signal Flow 

Figure S shows the signal flow from the tiles of a calorimeter 
tower to the FASTBUS processing modules. The charge gen
erated by a particle ionizing the argon in a calorimeter tower 
is amplified and stored in analog form on daughter boards. A 
baseline and peak signal are stored for each of two gain lev
els for each tower. The stored voltages are multiplexed onto 
the daughter boards' differentia) analog output which connects 
via the mother board to the A/D conversion board. The A/D 
board is organized in eight processing channels, each serving two 
daughter boards. The differential current from a daughter board 
is converted to a single ended voltage, sampled, and digitized by 
3.2 psec low power CMOS A/D converters. A parity bit and 
three framing bits are added to the 12 bit conversion result to 
detect data transmission failures. The eight 16 bit data words 
from one conversion cycle are loaded in a chain of parallel /serial 
shift registers which are clocked at a rale of 32 MHz. The serial 
bit stream is converted to an optical signal and sent on 15 m 
long iters to FASTBL'S racks on top or the detector. 

The calorimeter data is to be used as part of the detector 
trigger system, therefore the digitized data in all tcphats must 
be read out every beam crossing. The repetition rate of the SIX 
facility is expected to be 120 Hz. while ihr lime to transmit the 
3072 data words from one lophat is approximately 1.5 ms. For 
this reason all 16 endrap typ* A and all 4& barrel tophats are 
read out simultaneously. «-«rh topiiat having its' own 32 MHz 
serial liber optic link. 

In the FASTBUS racks the data is processed in auxiliary 
cards and Calorimeter Data Modules (CDM) [91. The optical 
signal from the tophats is converted to an electrical signal, de
serialized, and temporarily stored in random access memory. 
The data words are then piped to a custom integrated circuit 
on the CDM, the Data Correction Unit (DCU) [10]. This de
vice performs a 16 segment piece-wise linear correction to the 
data to correct for (small) nonlinearities in the analog signal 
processing. Parameters for the linear interpolation are acquired 
in calibration runs taken several times a day. The DCU also 
performs baseline subtraction and gain selection for the dual 
range scheme as described in Refs. 5, 9, and 10. The corrected 
data is then processed by a digital signal processor channel on 
the CDM module baaed on the Motorola 68020 microprocessor. 
This corrected data is passed via the FASTBUS system to an 
AEB (Aleph Event Builder) module JU] which is utilised for 
trigger decisions and the first level of online data processing. 
The processed data is transmitted via the FASTBUS system for 
offline storage and processing. 

S. Control Flow end Redundant Design Philosophy 
The electronics of the LAC signal processing system is 

controlled from a FASTBUS Timing and Control Module 
(TCM |12]) as shown in Fig. 3. This master timing source is 
used throughout the SLD detector and provides a means to syn
chronize detector components to the SLD master clock. The 
LAC barret and endcap systems are controlled from a single 
TCM module. This module uses a three signal serial proto
col to transmit commands, data, and timing information to the 
controller lope resident in each tophat. This protocol provides 
a general purpose structure to operate, calibrate, digitize, and 
read out the analog signal paths from the calorimeter towers. 

A typical event readout sequence is implemented in sequen
tial logic synchronized to the timing information sent by the 
TCM module; Such a sequence begins with powering up the 
analog circuitry, providing baseline and signal peak strobe com
mands for the HCDU sample and hold circuits, powering down 
the preamps, sequentially digitizing the 3072 analog values, and 
serially shifting out the digital data over a 32 MHz digital fiber 
optic link. Command sequences are also provided for calibration 
and diagnostic functions. The logic functions are implemented 
in Altera EP610 CMOS programmable gate arrays and CMOS 
support logic. The controller also contains digital-to-analog con
verters used as part of a preamplifier calibration system and 
drive circuitry used to distribute control and calibration signals 
to all 15 daughter boards within a tophat. 

The relative inaccessibility of the LAC signal processing elec
tronics strongly influenced the architecture of the system. As 
most of the electronic components are physically inside the mag
net and shielding structure of the detector, access for nuinte-
nance may not be possible without several days of downtime. 
The resulting neeJ for reliability has suggested a design ap
proach which attempts redundancy in critical components and 
eliminates single point failures which could disable major por
tions of the detector. This redundancy begins with two inde
pendent fiber optic control paths that distribute the three TCM 
control and timing signals to the tophats. The controllers in 
each tophat are functionally redundant as each is composed of 
two identical sets of logic arrays, either of which can be enabled 
or disabled from either of the two control paths. Dual calibra
tion and control circuits are also implemented, and the output 
serial data is sent out over duplicate fiber optic links. The local 
power supplies in each tophat are composed of five independent 
supplies, so that a single component failure in a voltage regulator 
or on a processing board disables only a portion of a tophat. 

6. Low Voltage Distribution 
The low voltage for the tophats Is supplied by distribution 

boxes locaLed in supply racks on the detector. Each distribution 
box serves eight tophats and contains three switching power 
supplies and monitoring circuitry for current and voltage lev
els. Twenty meters of twisted pairs 16 gauge cable connect the 
supplies to the LV-power supply boards in the tophats. These 
boards contain remotely resetablc fuses, energy storage capac-
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Figure 5. Signal flow hem tie detector tile* to the FASTBVS xyslem. 

itors, and voltage regulators. The preamplifier* on the daugh
ter boards requite 650 uW per channel, which leadi to a heat 
dissipation problem. The preamplifier! are therefore turned off 
between beam etosaiagB. they are powered on 1 m* before the 
next beam creating to stabilise and remain on for a marimum of 
100 «i«tt for raatrric data taking. The doty (actor i» therefore ap
proximately 1391 and the power conamnption of a whole tophat 
ia 61 IV. The electrical energy ia alond locally on 16,000 pF 
ctpadtora, which aho reduces the required current capacity of 
the power supplies and tablea. The power it distributed in five 
a^upa for each tophat to avoid the baa of a full tophat of elec-
tronica due to a failure on one of the proocsnni boards. The 
voltages are then regulated to their final values by law voltage 
drop regulator!. 

Ilia tophat itaelf acta aa a heat auk to conduct the heat 
from the regulators to water pipes surrounding the hat. The 
heat •eaexated by the preamplifiers mounted on the daughter 
boarda ii con vetted to aluminum fina located between the daugh
ter hoards. These Sua are welded to the outer cylinder of the 
huauidalao provide electrical ahiekUog. The temperature gra
dient from the waterpipei (13 degree Celsius) to the surface of 
the preamplifiers ia about 17 degree Celahia. Figure 6 shows the 
•nwhaakal package for the tophal electronics. 



T. Project Statin 
As of October 1988 all 288 band calorimeter modulo have 

bean totalled in the barrel cryostat. Thia assembly is ready for 
final inatallation in the SLD detector at SLAC. One of the two 
endcape ia completely loaded with its modules. System tests 
have been completed for all portions of the LAC signal process
ing components and all custom electronic hybrids and circuit 
board assemblies are in production. Final electronic inatallatioi 
*ih! checkout of the LAC system is planned for winter 1989 with 
full cooldovm and commissioning of tbe system by spring 1989 
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